Primary objective
=================

Transforming growth factor β (TGFβ) is a dimeric 25 kD cytokine synthesized by multiple cell types. Three isoforms exist (TGFβ1, TGFβ2, and TGFβ3), of which TGFβ1 is the dominant form in humans. (For the remainder of this report, TGFβ will refer to TGFβ1 unless otherwise specified). Although the majority of tissues in the human body are capable of synthesizing TGFβ under appropriate conditions, two of the tissues with the highest TGFβ content in normal donors are platelets (20 mg/kg) ([@b1-btt-2-563]) and bone (200 μg/kg) ([@b19-btt-2-563]). The role of TGFβ in normal biology is intricate and depends largely on the environment in which TGFβ is secreted. These actions can include suppression of cell proliferation, enhanced extracellular matrix deposition, and immunomodulatory effects ([@b3-btt-2-563]). The role of TGFβ in cancer is even more complex, where TGFβ has been proposed to have roles as both a tumor suppressor in the premalignant phase of disease and as a pro-oncogenic factor in later stage metastatic disease ([@b18-btt-2-563]; [@b21-btt-2-563]). Because of this, TGFβ may play an important role in the pathological processes of cancer.

The use of TGFβ as a biomarker in cancer has been explored for years with varying success. Immunohistochemical analysis of biopsy material has shown increased TGFβ staining in many different tumor types ([@b8-btt-2-563]; [@b15-btt-2-563]), which correlated to clinical parameters such as metastasis and disease progression in some studies ([@b9-btt-2-563]; [@b23-btt-2-563]; [@b6-btt-2-563]). Because TGFβ is readily secreted by most cell types, a number of groups have evaluated the use of circulating TGFβ levels as a potential cancer biomarker. Results from such approaches have been variable, with some reports suggesting that circulating TGFβ levels have clinical utility in predicting disease progression ([@b20-btt-2-563]), while others show no relationship between circulating TGFβ and outcome ([@b22-btt-2-563]).

One factor that complicates the use of circulating TGFβ levels as a biomarker is the potential for *ex vivo* release of TGFβ from platelet stores due to platelet activation. It has long been appreciated that platelets are a rich source of TGFβ ([@b1-btt-2-563]), and that as a result serum measurements of TGFβ are largely driven by platelet count and do not accurately reflect true circulating levels of TGFβ ([@b12-btt-2-563]). As a result, plasma is the preferred matrix for TGFβ assessment. However, some level of platelet activation occurs even with routine plasma collection, and the amount of *ex vivo* activation can vary significantly depending upon the type of anticoagulant tube used ([@b7-btt-2-563]; [@b14-btt-2-563]; [@b16-btt-2-563]). For this reason, methods to reduce the level of platelet activation in plasma samples would be useful to help limit overestimation of *in vivo* TGFβ levels due to *ex vivo* activation of platelets.

In this study, we have evaluated the use of citrate-theophylline-adenosine-dipyridamole (CTAD) tubes as a means to provide more accurate TGFβ measurements in platelet-poor plasma from cancer patients. CTAD tubes contain citrate anticoagulant and a mixture of theophylline, adenosine, and dipyramidole, which serve to reduce *ex vivo* platelet activation by increasing cAMP and inhibiting calcium-mediated platelet activation ([@b5-btt-2-563]; [@b13-btt-2-563]). We have characterized the effects of this matrix on a commonly used TGFβ ELISA, and applied this approach to the measurement of TGFβ in healthy volunteers and in oncology patients with skeletal metastases. We demonstrate that CTAD tubes are an acceptable matrix for TGFβ analysis, and that the reduction of *ex vivo* platelet activation using these tubes leads to a concomitant reduction in measured TGFβ levels in healthy volunteers. Using this technique we demonstrate that the majority of oncology patients with skeletal metastases have elevations in circulating TGFβ levels, and that the within-patient variability of these measurements are relatively low over a two-week period. In addition, the use of CTAD plasma coupled with measurement of platelet activation markers allows differentiation of patients with or without substantial platelet contributions to measured TGFβ levels. This approach is an extension of the previous works showing that control of platelet activation is critical to the assessment of circulating TGFb levels ([@b17-btt-2-563]).

Methods and procedures
======================

Patient population
------------------

After obtaining Institution Review Board approval of the clinical protocol and informed consent from patients, samples were collected from oncology patients from three different institutions as part of an ongoing clinical trial designed to examine TGFβ-related biomarkers (Baselga et al 2008). Patients were enrolled if they had previously-documented cancer involving skeletal metastases. 49 patients participated in this study, and CTAD tubes were collected 4 times over a 2--4 week period with no limitations on state at collection (diurnal, fasted.fed, etc). Patients received no oncolytic therapies during this period. Tumor types in this study included breast cancer (23 patients), prostate cancer (15) multiple myeloma (7), renal cell carcinoma (3), and lymphoma (1).

Sample collection and TGFβ1 analysis
------------------------------------

Samples were collected into either tripotassium ethylene-diamine tetra-acetate (K~3~EDTA) or CTAD tubes (Becton, Dickinson and Co, Franklin Lakes, NJ). A modified protocol was used for these collections. Briefly, a tourniquet was initially used to locate the vein, then removed before collection. After removal of the tourniquet, a single discard tube was drawn to allow washout of any activation products caused by initiation of phlebotomy, followed by the CTAD tube. Tubes were then spun for 15 min at 2500 g, and the central portion of the plasma layer transferred to a second tube. This tube was then spun again for 15 min at 2500 g, and the supernatant transferred to a final tube for storage at −70 °C until analysis.

TGFβ levels were analyzed using a commercially available ELISA (R&D Systems, Minneapolis, MN, catalog \# DB100) per the manufacturer's protocol. Briefly, plasma samples underwent initial acidification/neutralization steps immediately prior to analysis to activate latent TGFβ to an immunoreactive form, under conditions which have been shown to minimize re-association with TGFβ binding proteins ([@b12-btt-2-563]). The ELISA assay utilized soluble TGFβ type II receptor coated on the ELISA plate for antigen capture, with detection via a HRP-linked polyclonal specific for TGFβ1. Recombinant human TGFβ1 (rhTGFβ) included in the kit was used as a standard and for the spiking experiments that follow below.

Analytical performance of the TGFβ1 assay in CTAD matrix was evaluated as follows: Assay precision was determined using 4 samples ranging from 0.05 ng/ml to 15.8 ng/ml, which were run in triplicate in 5 runs over a 3 day period. Within- and between-day variance were expressed as the coefficient of variation (standard deviation/mean) for these samples. Matrix effects were assessed by spiking known concentrations of the rhTGFβ standard into CTAD samples, and evaluating recovery relative to buffer controls. Dilutional linearity was determined by performing a dilution series ranging from 1:2 to 1:20. Dilutions were run in triplicate, and the percent variation in observed values compared to expected results was calculated for each dilution. Freeze-thaw stability was assessed using 4 aliquots of samples stored at −70 °C which were subjected to between 1 and 4 freeze-thaw cycles. All 4 aliquots were then assayed in triplicate in a single run.

Clinical trial samples were stored at −70 °C until the conclusion of the study, then batch analyzed for TGFβ levels. In addition to TGFβ, separate aliquots from these same CTAD plasma samples were also batch analyzed for two markers of platelet activation, platelet factor 4 (PF4) and beta-thromboglobulin (BTG) using commercial enzyme immunoassays (Asserachrom^®^ PF4 and Asserachrom^®^ BTG, both from Diagnostica Stago, Asnieres-Sur-Siene, France).

Main outcomes and results
=========================

Evaluation of CTAD matrix for TGFβ measurements
-----------------------------------------------

We initially examined the analytical performance of the TGFβ1 ELISA assay in CTAD plasma to ensure that this matrix did not adversely affect assay performance. As shown in [Table 1](#t1-btt-2-563){ref-type="table"}, analytical parameters for the TGFβ1 assay in CTAD plasma were comparable to that reported for EDTA plasma by the manufacturer ([Table 1](#t1-btt-2-563){ref-type="table"}). Within- and between-day coefficient of variation (CV) ranged from 5.9%--13.4% and 9.1%--29%, respectively, with the highest variability seen at 0.05 ng/ml. The 0.05 ng/ml concentration was below manufacturer's recommendations, but was initially evaluated in an attempt to extend the reportable range of the assay in the expectation that TGFβ levels in CTAD plasma would be lower than reported for EDTA plasma due to decreased platelet activation. No evidence of a matrix effect was seen in either the recovery or dilutional linearity experiments, with less than 10% variation from expected results at most concentrations. Freeze-thaw stability of TGFβ was observed for two freeze-thaw cycles in CTAD with \<10% loss of signal, but further freeze-thaw cycles led to a progressive loss of signal (\>15% change from original values).

Impact of CTAD tubes on ex vivo platelet activation and TGFβ measurement
------------------------------------------------------------------------

Normal donor samples were next used to evaluate the differences between EDTA and CTAD tubes on *ex vivo* TGFβ release, and to generate an estimate of the reference range for TGFβ in the CTAD matrix. Paired EDTA and CTAD tubes were drawn from 10 normal donors and evaluated for TGFβ as well as two markers of platelet activation, platelet factor 4 and beta-thromboglobulin. PF4 and BTG are contained in platelet alpha granules in approximately equimolar amounts ([@b11-btt-2-563]), and are released following platelet activation or platelet lysis. In our study, BTG and PF4 levels were both elevated in EDTA tubes relative to CTAD for all donors, confirming that CTAD confers an advantage in limiting *ex vivo* platelet activation relative to EDTA ([Figure 1A](#f1-btt-2-563){ref-type="fig"}). A concurrent increase in TGFβ levels was also seen in the EDTA tubes from all donors, resulting in a 67%--430% bias in TGFβ levels in the EDTA plasma relative to the CTAD plasma ([Figure 1B](#f1-btt-2-563){ref-type="fig"}). An additional 15 CTAD samples were then drawn from normal donors to estimate the reference range for TGFβ in this matrix. The median TGFβ level from all 25 samples was 1.3 ng/ml (range 0.8--2.2 ng/ml), with a 95th percentile of 1.7 ng/ml, which was established as the upper limit of normal for the following oncology study.

Levels and variability of TGFβ measurements in oncology patients with advanced disease
--------------------------------------------------------------------------------------

A total of 188 samples were collected in CTAD tubes from 49 oncology patients, and TGFβ, PF4 and BTG levels were measured as described. A surprising observation in this study was that 118 samples (63%) showed evidence of platelet activation, despite the use of CTAD tubes. There was good correlation between the two platelet activation markers in individual samples, with the majority of samples showing agreement between PF4 and BTG ([Figure 2A](#f2-btt-2-563){ref-type="fig"}). TGFβ levels were significantly increased in the samples from oncology patients relative to normal donors (p \< 0.05, t-test), with 77% of the samples collected falling above the upper limit of normal established in the healthy donor population. As one would expect, samples with evidence of platelet activation showed the highest levels of TGFβ ([Figure 2B](#f2-btt-2-563){ref-type="fig"}). However, TGFβ levels were also elevated in approximately half of the samples with normal PF4 and BTG levels, suggesting that in those patients TGFβ elevation may be driven by a mechanism independent of platelet release (such as elevated in vivo production of TGFβ from another source).

We next considered the within-patient variability (CVi) of TGFβ levels in the 47 patients who had at least 3 samples collected. The median CVi was relatively low for these patients (22.7%), with the majority of patients showing \<40% variation in TGFβ levels over the two week period tested ([Figure 3A](#f3-btt-2-563){ref-type="fig"}). In addition to this consistency in TGFβ levels, an interesting finding was that many patients also showed consistent patterns of platelet activation markers over repeated visits. The variability of TGFβ measurements was lowest in the patients who had consistently normal PF4 and BTG levels, while high CVi values were more common in the patients showing evidence of platelet activation. This increased variability in the platelet-activated subset was not simply attributable to an increase in measured TGFβ levels, as many patients with high TGFβ levels showed relatively low CVi ([Figure 3B](#f3-btt-2-563){ref-type="fig"}).

Conclusions
===========

In this study we have shown that CTAD tubes are a suitable anticoagulant for TGFβ analysis, and that a commercially available TGFβ1 ELISA assay shows acceptable performance characteristics in this matrix. As predicted, the use of CTAD tubes led to a decreased level of *ex vivo* platelet activation when compared to traditional plasma collections in K~3~EDTA, which corresponded to a decrease in measured TGFβ levels in normal donors. The contribution of *ex vivo* platelet activation on TGFβ levels in normal donors was substantial in EDTA, resulting in as much as a 5-fold increase in measured TGFβ in these samples. We have seen similar results with VEGF analysis in CTAD vs EDTA tubes (data not shown), and a recent publication has shown similar results for a number of platelet-derived growth factors including TGFβ ([@b24-btt-2-563]), suggesting that this approach may be relevant to the measurement of many circulating cytokines.

TGFβ levels were elevated in the majority of the oncology patients enrolled in this trial. This was not entirely unexpected, as enrollment was limited to patients with skeletal metastases which is a population where TGFβ has been shown to play a significant role ([@b10-btt-2-563]). There were substantial differences in TGFβ levels between patients, with average levels over the 4 visits ranging from 1.2--8.5 ng/ml across the groups of patients enrolled. However, even with this wide range of TGFβ values across the population, within-patient variability was relatively low in most patients. This is encouraging for potential use of TGFβ as a biomarker, because it implies that limited sampling would be required to accurately assess a patient's TGFβ status. We believe that the use of CTAD tubes contributed to this consistency, by reducing the variability that would be introduced by sporadic *ex vivo* platelet activation during the collection process. This is supported by the observation that the subset of patients where PF4 and BTG were sporadically elevated showed the highest levels of within-patient variability.

A surprising observation in this study was that a large number of samples showed elevated levels of BTG and PF4 despite the use of CTAD tubes to limit *ex vivo* platelet activation. The cause of this is not clear. One possibility is that this represents *ex vivo* platelet activation, either due to poor sample processing or an inherent increase in platelet reactivity in some oncology patients. Alternatively, the elevations in PF4 and BTG may indicate an increased *in vivo* platelet activation in a subset of these oncology patients. This would explain the within-patient consistency of activation marker patterns across multiple visits, and could reflect the hypercoagulable state commonly found in patients with advanced cancer ([@b4-btt-2-563]). It is interesting to note that patients with elevated TGFβ levels in this study can be largely divided into two groups using these platelet markers. Patients with repeated evidence of platelet activation showed the highest levels of TGFβ, consistent with the observation that platelets contain large amounts of TGFβ. However, an additional group of patients had elevations of TGFβ in the absence of any evidence of platelet activation. It is possible that these patients represent a subset where TGFβ secretion from the tumor milieu is the primary driver of elevated circulating levels. Further work will be required to define if there is any biological relevance to differentiating between these subgroups in terms of predicting either the disease prognosis or response to TGFβ-targeted therapies.

In summary, we believe that the use of CTAD tubes coupled with PF4 and BTG measurements will improve the ability to accurately assess a patient's true TGFβ status by reducing the background noise introduced by *ex vivo* platelet activation. Removing a potential source of preanalytical error should reduce the inherent variability of TGFβ measurements in patients, and allow for a better evaluation of the true utility of circulating TGFβ levels as a cancer biomarker. Further work applying this technique to well-annotated clinical specimens will be required to determine the value of circulating TGFβ levels as a potential prognostic tool.
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![Effect of CTAD matrix on platelet activation and TGFβ measurements. **A**) Markers of platelet activation. Both PF4 and BTG were substantially elevated in samples collected in EDTA tubes from normal donors, confirming that some level of *ex vivo* platelet activation occurs in EDTA plasma draws. (Open symbols represent values outside the range of the assay). **B**) Within-donor TGFβ levels in CTAD and EDTA tubes. EDTA TGFβ levels were higher than CTAD tube levels for all donors, ranging from 1.7- to 5.3-fold higher.\
**Abbreviations:** BTG, beta-thromboglobulin; CTAD, citrate-theophylline-adenosine-dipyridamole; EDTA, ethylenediamine tetra-acetate; PF4, platelet factor 4; TGFβ, transforming growth factor beta.](btt-2-563f1){#f1-btt-2-563}

![CTAD plasma TGFβ levels in normal donors and oncology patients. **A**) Relationship of platelet-activation markers in clinical samples. Dashed lines represent the upper limit of normal for both markers, %'s indicated fraction of all samples falling in each quadrant. The overall correlation between platelet activation markers was good across all samples (r^2^ = 0.71, Pearson correlation coefficient), with agreement between PF4 and BTG in 85% of the samples. **B**) TGFβ levels in oncology patients related to platelet activation. Boxes represent the median and central 50th percentile of observations, whiskers represent the 10th and 90th percentiles with individual outliers noted, dashed line represents upper limit established in normal donors (1.7 ng/ml). A single sample with an extremely elevated TGFβ level (13.2 pg/ml, BTG/PF4 +ve) is not shown to improve scaling. Samples collected from oncology patients had significantly higher circulating TGFβ levels than those from normal donors (p \< 0.05 students t-test for all groups when compared to normal donors). This was true regardless of platelet activation status, although TGFβ levels were higher in samples with evidence of platelet activation.\
**Abbreviations:** BTG, beta-thromboglobulin; CTAD, citrate-theophylline-adenosine-dipyridamole; PF4, platelet factor 4; TGFβ, transforming growth factor beta.](btt-2-563f2){#f2-btt-2-563}

![Within-patient variability (CVi) of TGFβ measurements in oncology patients. Boxes represent the median and central 50th percentile of observations, whiskers represent the 10th and 90th percentiles with individual outliers noted. **A**) CVi of repeated measurement calculated for all patients with at least 3 visits. Subgroups are defined as patients who had the specified pattern in ≥3 of 4 visits. Variability was lowest in the patients with consistent patterns of platelet activation markers. **B**) Relationship between within-patient variability and TGFβ levels. X axis represents average TGFβ level across all visits for each patient. There was no correlation between CVi and TGFβ levels for any of the groups.\
**Abbreviations:** BTG, beta-thromboglobulin; CTAD, citrate-theophylline-adenosine-dipyridamole; EDTA, ethylenediamine tetra-acetate; PF4, platelet factor 4; TGFβ, transforming growth factor beta.](btt-2-563f3){#f3-btt-2-563}

###### 

Analytical performance of TGFβ ELISA in CTAD matrix

                                                                         CTAD                             EDTA
  ------------------------ ------------- ------------------------------- -------------------------------- --------------------
  Precision                Within-day    Concentrations tested (ng/ml)   0.05, 0.2, 8.0,15.8              0.88, 5.14, 11.13
                                         CV                              13.4%, 8.3%, 5.8%, 5.9%          7.3%, 4.9%, 3.7%
                           Between-day   Concentrations tested (ng/ml)   0.05, 0.2, 8.0, 15.8             1.18, 4.23, 7.21
                                         CV                              29%, 10.8%, 11.5%, 9.1%          12.7%, 10.3%, 9.8%
  Reportable range                                                       0.75--240 ng/ml                  0.36--240 ng/ml
  Dilutional linearity                   Dilutions tested                1:2, 1:5, 1:10, 1:20             1:2, 1:4
                                         \% of expected value            100%, 98%, 97%, 120%             103%, 103%
  Freeze-thaw stablility                                                 Stable to 2 freeze/thaw cycles   NR

**Notes:** Experiments were performed as described in methods. CVi and % values are listed in order corresponding to tested concentrations for all experiments. Performance parameters in EDTA were taken from the manufacturer's package insert for the TGFβ ELISA. The analytical performance of the assay in CTAD plasma was comparable with that reported for EDTA plasma.

**Abbreviations:** CTAD, citrate-theophylline-adenosine-dipyridamole; CVi, within-patient variability; EDTA, ethylenediamine tetra-acetate; NR, not reported; TGFβ, transforming growth factor beta.
